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ABSTRACT 


A  high  sensitivity  differential  thermal  analysis  apparatus,  capable 
of  operating  to  temperatures  of  3600 *C  under  controlled  time -temperature 
conditions,  is  described. 

Measurements  on  binary  and  ternary  carbide  systems  revealed  a 
number  of  previously  undetected  phase  reactions.  With  the  exception  of 
VzC,  all  subcarbides  of  the  refractory  transition  metals  undergo  iso¬ 
thermal  phase  changes  at  high  temperatures.  The  lower  temperature 
stability  limits  of  the  high  temperature  phases  in  the  systems  Mo-C  and 
W-C  were  determined.  Similar  to  the  corresponding  system  with  oxygen, 
the  a -modification  of  hafnium  id  stabilized  to  higher  temperatures  by  carbon 
additions,  while  the  a -0 -transformation  in  titanium  and  zirconium  is  affected 
to  a  moderate  extent  only. 

The  application  of  DTA -techniques  to  the  investigation  of  non¬ 
variant  equilibria  involving  a  liquid  phase  and  to  the  study  of  reaction 
kinetics  (disproportionation  of  solid  solutions,  reactions  along  non-equilibrium 
paths,  reactions  involving  order -disorder  phenomena)  is  discussed  and 
examples  are  given. 

( 3 1  pp)  tel  f'g-)  (  1  tb,s<)  I  ^ re^ 
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I. 


INTRODUCTION  AND  SUMMARY 


In  recent  years,  the  demand  for  materials  capable  of  operation  at 
very  high  temperatures  has  increased  rapidly  and  in  turn  has  stimulated 
the  development  of  improved  techniques  for  the  study  of  phase  reactions 
at  high  temperatures. 

While  the  gross  features  of  an  alloy  system  can  be  delineated  fairly 
well,  using  the  commonly  accepted  technique  of  X-ray  and  metallographic 
analysis  on  equilibrated  and  quenched  alloys,  rapid  high  temperature  phase 
reactions  (c.f.  phase  transformations,  precipitation  and  dissolution 
reactions)  are  likely  to  escape  experimental  observation.  The  location 
of  transformation  temperatures  by  metallographic  means  is  a  quite  cumber¬ 
some  procedure  and  extreme  care  must  be  exercised  in  the  interpretation 
of  such  indirect  evidence. 

During  the  past  year,  increasing  difficulties  encountered  in  the 
experimental  investigation  of  the  high  temperature  phase -relationships  in 
refractory  alloy  systems  in  this  laboratory  resulted  in  the  development 
of  a  Pirani-type  melting  point  furnace  of  improved  design  and  a  high  tempera¬ 
ture  differential  thermal  analysis  (DTA)  apparatus.  Since  then,  these 
apparatus  have  proven  to  be  invaluable  aids  for  the  elucidation  of  the  phase 
reactions  occurring  at  very  high  temperatures. 

In  this  paper,  the  DTA -apparatus  and  its  application  to  the  study  of 
the  phase  relationships  in  refractory  carbide  systems  will  be  discussed, 
while  the  melting  point  furnace  will  be  the  subject  of  a  subsequent 
publication^.  Brief  descriptions  of  both  apparatus  have  been  given  in 
earlier  reports^’  ^ . 
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II. 


PRINCIPLE  OF  OPERATION  -  LITERATURE  REVIEW 


The  application  of  differ ential-thermoanalytical  techniques  to  metal¬ 
lurgical  problems  is  old^4  ^  and  a  large  number  of  devices,  both  for 
qualitative  as  well  as  for  quantitative  applications  have  been  described 

(9-13) 

in  the  literature 

The  principle  of  differential  thermal  analysis  is  extremely  simple: 

A  piece  of  sample  material,  along  with  a  similar  piece  of  material  known 
to  undergo  no  phase  changes  is  heated  at  a  controlled  rate  in  a  furnace. 

If  at  some  temperature  the  sample  undergoes  an  isothermal  reaction  which 
involves  an  enthalpy  change,  the  temperature  of  the  sample  will  tend  to 
remain  at  Tq,  while  the  temperature  of  the  inert  sample  continues  to  rise. 
Thus,  a  reaction  associated  with  a  heat  effect  generates  a  difference  in 
temperature  between  the  sample  and  the  reference  body.  This  difference 
is  detected  and  recorded.  After  the  reaction  is  completed,  the  sample 
tends  to  approach  the  environmental  temperature  (i.e.  the  temperature 
of  the  reference  sample). 

DTA -apparatus  for  higher  temperatures  have  been  developed  by 
T.  F.  Newkirk(14)  (1550*C),  H.  J.  Borchardt*1 5)  (1750#C),  and  by 
M.  M.  Hopkins^*^  (1500#C).  Practically  all  of  these  designs  use  thermo¬ 
couples  as  the  temperature -sensing  elements,  although  the  use  of  ther¬ 
mistors  in  connection  with  a  low-temperature  apparatus  has  also  been 
described^^. 

Apart  from  the  limitations  imposed  by  the  specific  furnace  design, 
an  upper  temperature  limit  for  thermocouple -operated  devices  is  also 
set  by  their  interaction  with  test  or  container  material,  and  change  of  the 


output  -  temperature  characteristics  of  the  thermocouples  after  exposure 
to  high  temperatures  also  may  cause  problems  and  necessitate  frequent 
recalibration  or  replacement. 

An  improved  design  of  this  type  was  recently  reported  by  R.V.  Sara 
and  R.  T.  Dolloff^^.  Using  graphite/boronated  graphite  thermoelements 
they  were  able  to  carry  out  DTA-measurements  at  temperatures  in  excess  of 
2500°C . 

A  high  temperature  DTA -apparatus  with  infrared  detectors  at 

(19) 

the  temperature  sensors  was  proposed  by  S.  Langer  at  General  Atomic 
and  applied  to  phase  studies  in  excess  of  2000*C.  Test  and  reference 
sample,  both  of  which  are  contained  in  a  crucible,  are  heated  in  the  field 
of  an  eddy  current  concentrator.  Radiation  from  reference  and  test  sample 
is  focussed  onto  separate  lead  sulphide  infrared  detectors,  and  the  dif¬ 
ference  in  output,  after  amplification,  is  recorded.  Difficulties  arise  from 

the  poor  matching  characteristics  of  the  semi-conductor  devices,  giving 

(19) 

rise  to  excessive  base-line  drifting'  ' .  A  similar  design  was  recently 
described  by  G.  N.  Rupert^*^.  A  photomultiplier  tube  serves  as  the 
temperature  sensor,  and  temperature  versus  time  curves  are  displayed 
either  on  a  cathode  ray  oscilloscope  or  on  a  stripchart  recorder. 

III.  DESIGN  CONSIDERATIONS 

From  considerations  regarding  reliability  of  operation  and  versatility 
in  use,  direct  resistance  heating  seemed  to  be  more  promising  than  R.  F.  - 
heating  and  therefore  this  method  was  chosen  in  the  design  of  our  furnace. 

A  proven  heater  configuration  was  available  from  the  hot -press  design  of 


Metallwerk  Plansee,  A.G.,  Reutte,  Tirol,  Austria,  and  was  adopted  with 
only  minor  modifications. 

From  the  accuracy  and  sensitivity  point  of  view,  it  seemed  prefer¬ 
able  to  separate  the  AT -detection  from  the  temperature  measuring 
system,  i.e.  to  measure  DTA  curves,  rather  than  heating  and  coolint 
curves  as  in  the  design  of  G.  N.  Rupert^*^.  Since  the  use  of  thermo¬ 
couples  was  prohibited  from  compatibility  considerations,  photo  diodes 
were  chosen  as  the  temperature  sensing  elements  in  the  AT-detection 
system.  The  matching  problem  of  the  radiation  sensors  was  overcome  by 
using  only  one  photo  diode  in  conjunction  with  a  mechanical  chopping  device 
for  the  detection  of  the  temperature  difference  between  test  and  reference 
sample.  The  chopper,  which  has  the  shape  of  a  semicircle,  alternately 
interrupts  the  radiation  coming  from  the  reference  and  test  sample.  Thus, 
the  photo  diode  alternately  views  the  reference  and  test  body  (radiation 
comparison  principle).  After  amplification  and  detection,  the  signal  is 
used  to  drive  one  channel  (AT -axis  in  the  DTA -thermogram)  of  an  X-Y 
recorder . 

For  the  measurement  of  the  sample  temperature,  an  electronic 
pyrometer  was  selected.  Its  output,  which  is  a  known  function  of  tempera¬ 
ture,  drives  one  channel  (T-axis  in  the  DTA -thermogram)  of  the  X-Y- 
recorder,  and  is  also  used  as  comparison  signal  for  the  temperature  control 
system.  An  overall  view  of  the  DTA-setup  is  shown  in  Figure  1. 
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Figure  1.  Overall  View  of  the  DTA -Apparatus 

A.  Radiation  Detection  Head 

B.  Control  Panel 

C.  X-Y -Recorder 


_ 
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IV. 


PHYSICAL  SETUP 


A.  FURNACE  AND  RADIATION  DETECTION  SYSTEM  (Figure  2 ) 
The  sample  (N)  is  a  small  cylinder  (14  mm  dia  x  16  mm 
high)  with  a  concentric  black  body  hole  (4  mm  dia  x  10  mm  deep)  at  one 
end.  The  specimen  is  placed,  along  with  a  reference  specimen  (FF)  of 
the  same  dimensions,  in  a  container  (GG).  Test  and  reference  sample 
are  made  ?.s  symmetrical  as  possible  in  order  to  keep  base-line  drifting 
effects,  due  to  uneven  heating,  to  a  minimum.  Erroneous  readings  due  to 
surface  reflections  are  avoided  by  placing  a  series  of  radiation  shields 
(EE)  on  top  of  the  sample  container.  The  sample  container,  which  can  be 
made  from  graphite  or  some  other  suitable  material,  is  placed  inside  a 
cylindrical  graphite  heater  (CC),  which  is  mounted  between  two  graphite 
retainers  (BB  and  II).  The  whole  assembly,  shown  in  exploded  form  in 
Figure  3,  is  clamped  between  two  water-cooled  (DD  and  JJ)  copper 
electrodes  (AA  and  KK)  by  means  of  the  upper  retainer,  which  is  threaded 
into  the  upper  electrode.  For  very  high  temperature  runs,  the  heater  is 
surrounded  by  graphite  wool  (HH)  for  insulation.  The  lower  electrode  is 
provided  with  flexible  water  and  power  connections  to  allow  for  thermal 
expansion  of  the  heater.  The  whole  assembly  is  enclosed  in  a  stainless  steel 
chamber,  which  can  be  operated  either  under  vacuum  or  under  inert  gas 
to  6  atmospheres  pressure. 

Radiation  passes  from  the  specimen  and  the  reference  body 
to  the  temperature  measuring  portion  of  the  apparatus  through  four  water- 
cooled  (I  and  Y)  sight  tubes  (J),  spaced  symmetrically  about  the  center  line. 

At  the  end  of  each  sight-tube  is  a  quartz  window  (W).  To  prevent  clouding 
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of  the  windows  at  high  temperatures,  an  annular  channel  (H)  is  provided 
between  the  windows  and  the  sight  tubes,  through  which  inert  gas  can  be 
passed  (X) . 


Figure  3,  Exploded  View  of  the  Heating  Assembly  of  the 
DTA  -Apparatus 


A. 

Graphite  Retainers 

D.  Reference  and 
Test  Sample 

B. 

Heater 

C. 

Sample  Container 

E.  Radiation  Shields 

For  the  measurement  of  the  sample  tempe-ature,  above 
two  of  the  sight  tubes,  mirrors  (D)  are  mounted,  which  view  the  sample 
along  the  optical  paths  (F-L).  One  of  these  paths  terminates  in  an  electronic 
radiation  thermometer  (Thermodot  model  TD-6BT-70).  The  other  path  is 
used  for  following  visually  the  temperature  during  the  experiment  with  a 
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micropyrometer .  The  output  of  the  Thermodot,  which  is  a  known  function 
of  temperature,  is  fed  directly  into  one  channel  of  the  X-Y -recorder 

The  other  two  sight  tubes  (J)  are  used  in  the  AT-detection 
system.  Radiation  from  the  specimen  passes  along  optical  path  (K)  through 
one  of  the  sight  tubes  and  the  quartz  window  to  the  lens  system  (U),  where 


Figure  4.  Top  View  of  the  Optical  and  Radiation  Detection 
System. 

(Top  Cover  with  Semicircle  Removed) 

an  image  of  the  black  body  hole  of  the  specimen  is  focussed  and  reflected 
by  a  mirror  (S)  onto  a  fiioto  diode  (C).  An  analogous  lens-mirror  system 
(Figure  4),  spaced  180*  from  the  one  shown,  focusses  an  image  of  the 
black-body  hole  in  the  reference  specimen  onto  the  same  photocell.  For 
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adjusting  purposes,  the  photo  diode  is  mounted  on  a  movable  sled  (E)  which 
is  held  in  place  by  spring-loaded  lastening  screws  (G).  Mounted  on  the 
same  sled  is  a  target  which  can  be  slid  in  the  place  of  the  pnoto  diode  and 
serves  as  a  centering  aid  for  the  black  body  images.  The  mirrors  (S  ) 
are  provided  with  adjusting  screws  (Q)  to  enable  the  black  body  images  to 
be  exactly  superimposed. 


Figure  5.  Mechanical  Radiation  Chopping  Device 

For  control  of  the  amount  of  radiation  falling  on  the  photo¬ 
cell,  the  lens  systems  are  equipped  with  adjustable  apertures  (V).  Between 
the  two  paths,  a  semicircular  chopping  device  (T,  Figure  5)  is  mounted. 

The  mirrors  direct  the  paths  through  the  rotating  semicircle,  which 
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alternately  interrupts  the  radiation  from  reference  and  test  sample  to 
the  photocell.  Thus,  as  the  chopper  rotates,  the  photo  diode  alternately 
views  the  black  body  holes  of  the  test  and  reference  sample. 


(O)  via  a  gear  train  (P).  Motor  and  semicircle  assembly  are  fastened 
to  a  mounting  plate  (A),  which  can  be  adjusted  by  screws  (B). 


The  electronic  portion  of  the  apparatus  is  divided  into 
two  parts:  The  detection  and  measurement  of  the  temperature  difference 
between  reference  and  test  sample,  and  that  concerned  with  the  tempera¬ 
ture  control  of  the  furnace. 

The  output  of  the  photo  diode  is  a  90  cps  square  wave,  the 
amplitude  of  which  is  a  function  of  the  temperature  difference  between 
reference  and  test  sample.  Since  there  is  considerable  60  cycle  inter¬ 
ference  due  to  the  heavy  AC  currents  used  to  heat  the  furnace,  the  signal 
from  the  phcto  diode  has  to  be  filtered,  so  that  only  the  desired  AT-informa- 
tion  is  passed  through.  To  accomplish  this ,  the  photo  diode  output  is  fed 
through  a  tuned  amplifier  with  aTwin-T  circuit  tuned  to  90  cps  connected 
in  its  feed  back  loop.  The  band  pass  of  the  system  is  three  cycles.  The 
amplifier  output,  which  consists  of  a  90  cps  sine  wave  with  the  amplitude 
approximately  proportional  to  AT  is  then  passed  through  a  half-wave  diode 
detector.  The  resulting  DC -signal  is  used  to  drive  the  AT-axis  of  the 
recorder . 

An  important  feature  of  the  DTA -apparatus  is  the  time- 
temperature  control: 

A  variable  speed  DC-motor  rotates  a  Helipot  through  a  gear 
train  (temperature  function  generator  in  Figure  6),  producing  a  controlled 
variable  set-point.  The  output  from  the  Helipot  along  with  that  from  the 
Thermodot  is  fed  into  an  error  amplifier.  The  amplified  signal  controls 
a  magnetic  amplifier /silicon  controlled  rectifier  system,  which  drives  the 
saturable  core -reactor  and  which  ultimately  controls  the  power  delivered 
to  the  heater. 
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Both  heating  and  cooling  rates,  marked  on  a  calibrated 
dial,  are  adjustable  to  fractions  of  a  degree  per  second.  The  maximum 
heating  rate  obtainable  is  approximately  20*C  per  second,  the  maximum 
controllable  cooling  rate  (with  insulation)  is  approximately  14  *C  per  second. 

B.  SENSITIVITY 

A  further  important  characteristic  of  a  DTA  device  is  itB 
sensitivity,  i.e.  the  minimum  heat  quantity,  which,  at  a  given  temperature, 
will  produce  a  distinguishable  signal.  Obviously,  this  quantity  is  a  function 
of  many  parameters,  such  as  temperature,  heating  rates,  heating  geom¬ 
etries,  thermophysical  properties  of  sample  and  container  material,  char¬ 
acteristics  of  the  temperature  detection  system,  etc. 

The  sensitivity  of  the  described  apparatus  in  terms  of  these 
individual  parameters  has  not  been  determined  as  such.  However,  back 
calculations  from  experiments  on  the  solid-state  transformations  in  the 
system  Mo-C,  where  the  approximate  heat  data  are  known  from  other  sourer^, 
showed  that  an  enthalpy  change  of  20  calories  in  the  sample  produced  a 
minimum  signal  to  noise  ratio  of  about  20  (T*  2000*C).  Similarly,  by  using 
the  known  diode  output - temperature  function  for  converting  signal  out¬ 

puts  to  absolute  temperature  differences,  it  could  be  shown  that  a  tempera¬ 
ture  difference  of  1*C  between  test  and  reference  sample  (corresponding 
to  approximately  1. 5  cal  for  the  particular  material  used,  if  under  adia¬ 
batic  conditions)  produced  a  very  clear  and  distinguishable  signal  (signal 
to  experimental  noise  *  6:1). 

For  the  case  that  saturation  phenomena  in  the  photo  detec¬ 
tion  devices  have  to  be  taken  into  consideration,  the  temperature  will 
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exert  a  strong  influence  on  the  observed  overall  sensitivity  of  the  apparatus. 
In  the  described  setup,  a  RCA  7224  photodiode  is  used.  Without  filtering, 
this  diode  as  used  in  our  optical  configuration  has  a  sensitivity  of  approxi¬ 
mately  0.08  mV.  *C  1  over  the  temperature  from  1000  to  2500°C.  Above 
2500 °C  a  slight  dropoff  is  observed,  while  the  output  approaches  zero 
below  approximately  600°C.  Infrared  detectors  (c.f.  for  example  Kodak's 
Ektron  detectors)  in  conjunction  with  infrared-transparent  windows  will 
be  preferable  to  the  combination  quartz-photo  diode  at  temperatures  below 
600*C.  (Low  intensity  of  shorter  wave  length  radiation,  strong  absorp¬ 
tion  of  quartz  in  the  near  infrared).  On  the  other  hand,  at  these  low  tempera¬ 
tures,  use  of  the  well-established  thermocouple  operated  devices  may  seem 
to  be  preferable. 

Generally,  signals  corresponding  to  fast  processes  can  be 
augmented  by  increasing  the  heating  or  cooling  speeds.  Slower  processes 
are  characterized  by  a  dependence  of  the  observed  reaction  temperature 
upon  the  heating  and  cooling  rates  and  the  overall  sensitivity  will  in  this 
case  be  a  maximum  at  some  intermediate  rate. 

C.  SIGNAL  INVERSION 

The  sample  temperature  relative  to  that  of  the  test  body, 
indicative  of  an  exothermic  or  endothermic  relation  is  followed  on  the  screen 
of  an  oscilloscope  during  the  run  and  marked.  Since  the  electronic  system 
as  described  measures  the  absolute  value  of  the  temperature  difference 
between  reference  and  test  body,  the  relative  direction  the  signal  will  take 
will  depend  on  the  (arbitrary)  setting  of  the  temperature  difference  at  start. 
This  arbitrary  difference  is  set  by  means  of  the  adjustable  apertures  in  the 
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lens  system.  If  both  the  heating  and  cooling  curves  are  run  under  the 
same  conditions  (for  example,  with  AT  set  such,  that  Tsampie"Tre£  b0(jy 
remains  either  >0  or  <0  throughout  the  experiment),  the  peaks  on  the  heat¬ 
ing  and  cooling  cycle  will  appear  inverted.  If  the  sign  differs,  exo-  and 
endothermic  reactions  will  produce  signals  pointing  in  the  same  direction. 
Since  there  is  no  doubt  regarding  the  relative  temperature  changes,  for 
easier  recording  and  comparison  purposes,  the  DTA -thermograms  are 
often  recorded  with  changed  signs  of  the  AT-axes. 


D.  CAPABILITIES  AND  LIMITATIONS 


The  temperature  limitations  of  the  furnace  itself  are  imposed 
by  the  sublimation  of  graphite.  Although  the  diffusion  of  carbon  vapor 
can  be  slowed  down  by  application  of  higher  inert  gas  pressures,  the  life¬ 
time  of  the  heating  element  is  limited  to  seconds  at  3800*C.  The  maximum 
safe  operating  temperature  is  approximately  3600*C. 

A  problem,  which  in  many  cases  limits  the  applicable  tempera¬ 
ture  range  for  the  investigations,  is  presented  by  the  interaction  of  the 
sample  with  the  container  material,  and  special  precautions  (change  of 
container  material,  wall  linings,  top  covers,  etc.)  have  to  be  taken  to  pre¬ 
vent  errors  in  the  interpretation  of  the  results. 

E.  TEMPERATURE  CALIBRATION 

The  correction  to  be  applied  to  the  measured  temperature 


is  given  by 


AT 


corr 


T“ 


In  T 

r 


(1) 
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where  Tr  designates  the  total  transmission  of  the  optical  system  including 
the  correction  due  to  non-black  body  conditions,  C2  is  a  universal  constant, 
C2  =  —  ■  =  1.4384  [cm. deg],  and  Tm  is  the  measured  temperature. 

From  the  apparent  temperatures  of  a  black  radiation  source  of  known 
temperature  the  total  transmission  of  the  optical  system  was  determined  to 
be  Tr  =  0.841.  With  this  value,  the  corrections  to  be  applied  to  the  readings 
can  be  calculated  from  equation  (1).  The  total  transmission,  translated  as 
emissivity,  is  also  used  for  setting  the  adjustable  emissivity  dial  of  the 
electronic  pyrometer . 

F.  OPERATION 

After  insertion  of  the  loaded  sample  container  into  the  heater 
assembly,  the  radiation  detection  system  is  fastened  to  the  top  of  the  furnace 
and  the  chamber  evacuated.  After  several  inert  gas  purges,  the  furnace 
is  brought  to  temperatures  of  500  -  1000*C.  After  the  final  adjustments 
on  the  AT  and  T-detection  system  (focussing  of  black  body  hole  images, 
balancing  of  the  semicircle,  focussing  of  the  electronic  pyrometer  onto  the 
black  body  hole  of  the  test  specimen)  have  been  made,  the  desired  heating 
or  cooling  rate  is  preset  on  the  calibrated  dial  and  the  temperature  function 
generator  activated.  After  equilibration  of  the  sample  at  the  selected  con¬ 
ditions  the  temperature  range  of  interest  is  scanned  for  possible  reactions. 
The  temperature  of  the  sample  is  followed  independently  with  a  micropyrom¬ 
eter  through  one  of  the  observation  ports  and  additional  temperature  control 
marks  checked  off  on  the  recorder  chart  during  the  runs. 

For  adjusting  and  monitoring  purposes,  as  well  as  the 
determination  of  the  sign  of  the  temperature  change  (endothermic  or 
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exothermic)  the  square  wave  output  is  continuously  displayed  on  the  screen 
of  an  oscilloscope  during  the  experiment. 


E  Eutectic  Composition 

e  Eutectic  Line 

V  Intermediate  Phase 

Figure  7.  "Restschmelze"  -  Method  for  the  Determination 
of  the  Eutectic  Line  by  Differential  Thermal 
Analysis  (Schematic) 

The  investigation  of  isothermal  reactions  involving  a  liquid 
phase  naturally  presents  a  somewhat  greater  problem  because  of  the  en¬ 
hanced  interaction  rate  with  the  container  material.  On  the  other  hand  the 
"Restschmelze"-  method  often  allows  the  location  of  eutectic  or  peritectic 
temperature  lines  in  even  unfavorable  cases  and  also  provides  in  this  ^ay 
a  very  valuable  tool  for  the  determination  of  the  homogeneity  limits  of 
phases.  A  schematic  illustration  of  the  conditions  underlying  this  method 
is  sketched  in  Figure  7  and  is  self-explanatory.  Due  to  the  presence  of 
only  small  amounts  of  liquid,  the  physical  shape  of  the  test  specimen  remains 
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unchanged  and  the  large  heat  capacity  of  the  inert  solid  phases  results  in 
sharp  and  confined  peaks. 

V.  APPLICATIONS 

A.  THE  a -(3 -TRANSFORMATION  OF  HAFNIUM 

The  experimental  alloy  rm  terial  was  prepared  by  remelting 

sponge -hafnium  (Wah  Chang  Corp. ,  Albany,  Oregon,  )  main  impurities: 

4  At%  Zr,  <0.4  At%  O)  several  times  in  an  electron-beam  furnace 

(Heraeus  Es  2/4).  The  resulting  bars  were  then  fabricated  into  samples 

of  the  required  size.  DTA-runs  were  performed  under  vacuum  as  well 

as  under  high  purity  helium  (3  atm).  The  results  were  identical. 

A  sharp  thermal  arrest  was  found  to  occur  at  1800  +  15*C 

(Figure  8).  Using  the  correction  suggested  by  D.  K.  Deardorff  and 
(21) 

H.  Kato'  '  a  value  of  1840  +  25°C  is  extrapolated  for  pure  hafnium. 

This  value  agrees  very  well  with  the  determinations  by 

(22) 

N.  J.  Grant  and  B.  C.  Giessen'  ,  but  less  favorably  with  the  presently 
accepted  value  of  1950*  -  1990#CV  ’  .  A  summary  of  previous  deter¬ 

minations  is  given  in  Table  1. 

B.  EFFECT  OF  CARBON  ON  THE  a -(3 -TRANSITION  OF 
HAFNIUM 

The  attack  of  this  problem  seemed  particularly  interesting, 
since  stabilization  oi  the  a -modification  to  higher  temperatures  has  been 
found  for  other  interstitial  atoms,  such  as  oxygen^®^  and  nitrogen^^. 

Recent  investigations  carried  on  at  the  U.  S.  Bureau  of 
Mine s^ ^indicated  a  moderate  effect  of  carbon  on  the  o-P-transformation 
of  hafnium  only,  although  comparatively  large  solubilities  (^10  At%)  in 
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both  modifications  have  been  found.  Analogous  results  were  reported  by 

(31) 

R.  V.  Sara  and  C.  E.  Lowell'  '  in  a  very  recent  investigation,  whereas 

(32) 

the  work  by  R.  G.  Avarbe,  et.al.  ’  would  indicate  stabilization  of  the 
a -modification  to  high  temperatures,  and  only  a  very  nominal  solubility 
of  carbon  in  the  body -centered  cubic  form. 


Figure  8.  Differential  Heating  and  Cooling  Curve  of  a 
Hafnium  -  4  At%  Zirconium  Alloy 


The  experimental  studies  were  carried  out  using  the  same 
starting  material  as  described  in  the  previous  section.  To  delineate  the 
features  in  the  metal-rich  portion  of  the  hafnium -carbon  system,  the  sample 
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Table  1.  Temperatures  of  the  <x-(3 -Transformation  in  Hafnium 


Author 

Ref 

Transf.  Temp. 

•c 

Remarks 

Zwikker,  1926 

26 

1327*  to  1527* 

- 

Duwez,  1951 

27 

1310* 

- 

Fast,  1952 

23 

1950* 

extrapolated  to  100%  Hf 

Deardorff  and  Kato,  1959 

21 

1760*  *  35° 

II 

Taylor  and  Doyle,  I960,  1963 

24 

1950* 

4.41  At%  Zr 

Grant  and  Giessen,  I960 

22 

1840* 

4.41  At%  Zr 

Ross  and  Hume-Rothery 

1963 

25 

1995  +  70* 

extrapolated  to  100%  Hf 

Present  Investigation 

- 

1800  +  15* 

4  At%  Zr 

- 

1840  +  25° 

extrapolated  to  100%  Hf 

was  repeatedly  heated  and  equilibrated  in  a  graphite  sample  holder,  and 
differential  heating  and  cooling  studies  were  performed  after  each  homog¬ 
enization  treatment.  The  first  of  the  heating  curves  shown  in  Figure  9 
corresponds  to  pure  hafnium.  With  increasing  carbon-pickup,  the  onset 
of  the  transformation  is  shifted  to  higher  temperatures.  After  16  runs,  the 
peak  corresponding  to  the  transformation  has  practically  vanished.  The 
carbon  concentration  of  the  alloy  obtained  from  a  subsequent  chemical 
analysis  of  the  alloy  was  1. 9  At%.  Above  2. 0  At%  carbon,  no  deviations 
from  the  normal  course  of  the  base  line  could  be  detected.  The  rapid 
increase  of  the  transformation  temperature  upon  incorporation  of  carbon  atoms 
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into  the  lattice  is  also  shown  from  the  corresponding  differential  cooling 
curves,  which  give  a  better  indication  of  the  upper  temperature  limit  of  the 
transformation  (Figure  10).  The  results  of  the  DTA-investigations  were 


independently  confirmed  by  metallographic  analysis  of  quenched  alloy 
material^  ^  and  are  in  favor  of  Avar  be' s  interpretation. 


2200  2000  1800  .  1600  1400  1200 
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Figure  10.  Differential  Cooling  Curves  of  the  Sample  Shown  in 
Figure  9 

It  is  interesting  to  note  that  although  zirconium  has  a 
comparable  atomic  diameter,  no  significant  change  of  the  transition  tem¬ 
perature  could  be  detected  (Figure  11  and  12).  For  titanium  the  observed 
change  is  somewhat  larger  (Figure  13). 
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C.  PHASE  TRANSFORMATIONS  OF  THE  Me2C -PHASES 

In  the  investigation  of  binary  and  ternary  carbide  systems 
a  number  of  previously  unknown  phase  reactions  have  been  found  to  occur 
at  high  temperatures.  This  applies  especially  to  the  subcarbide  phases 
of  the  refractory  transition  metals,  where  for  all  but  V2C  such  phase  - 
transitions  have  been  found.  The  nature  and  thermodynamic  interpretation 
of  these  phase  reactions  has  been  discussed  by  E.  Rudy,  et.al.^  ^ . 

Table  2  contains  a  summary  of  the  observed  temperatures  for  these  iso¬ 
thermal  reactions.  While  |3-Mo2C  can  be  fairly  easily  retained  by  rapid 


Figure  11.  a-(3-Transformation  in  Crystal  Bar  Zirconium 

cooling,  the  corresponding  |3 -modification  of  the  other  subcarbides  de¬ 
composes  very  rapidly  at  the  corresponding  eutectoid  temperatures  as 
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Figure  12.  a-(3-Transformation  of  Zirconium  in  a  Zirconium 
20  At%  Carbon  Alloy 


Figure  13.  a-fl-Transformation  of  Titanium  in  a  Titanium- 
20  At%  Carbon  Alloy 
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Table  2.  Isothermal  Reactions  of  Subcarbide  Phases 


Carbide 

Reaction 

Nb2C 

2430  +  30* 

a-Nb2C^*  P-Nb2C 

TazC 

2180  +  20* 

a-Ta  Cwr*  P-Ta  C  +  Ta 

2  Z 

1930  jf  30* 

a-TaC  +  TaC.  P“Ta  C 

2  1 -X  r  2 

Mo2C 

1475  +  20*  ; 

q-Mo2C  +  C»-»  p-Mo2C 

w2c 

2450  +  20* 

Q-W  C  +  C-r-*  P-W,C 

z  z 

Figure  14.  Differential  Cooling  Curve  of  a  Tantalum 
33  At%  Carbon  Alloy 
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evidenced  by  the  recorder  trace  of  a  tantalum -carbon  alloy  with  33  atomic 

%  carbon  run  under  rapid  cooling  conditions  (Figure  14). 

D.  HIGH  TEMPERATURE  PHASES  IN  THE  SYSTEMS 
MOLYBDENUM -CARBON  AND  TUNGSTEN-CARBON 

Apart  from  the  aforementioned  phase  reaction  of  the  MozC- 

(3) 

phase  at  1475“C,  two  other  congruently  melting  phases'  are  formed  in 

( 36 -38) 

this  system  at  high  temperatures'  .  The  DTA-Thermogram  of  an 

alloy  with  44  atomic  %  carbon  (Figure  15)  shows  the  solid  state  reactions, 
which  are  associated  with  the  formation  (heating)  or  decomposition  (cooling) 
of  these  phases.  The  overall  reactions  at  the  corresponding  temperature 
arrests  are: 


P-Mo  C  +  C  T->-— ti-MoC,  (hex.) 

2  *T  <1655  *C  x 

t,-MoQ  +C  T->..-196Q*C>  q-MoC,  (cub.) 

^"x  *?<  1$60*C  x 

Melting  and  solidification  of  this  alloy  composition  is  indicated  by  the 
thermal  arrests  at  2580 *C,  shown  on  the  heating  as  well  as  the  cooling 
cycle.  The  temperature  gap  existing  between  the  observed  reaction  onset 
for  the  q-phase  on  the  heating  and  cooling  cycle  is  due  to  kinetic  effects  and 
the  width  of  this  temperature  gap  approaches  zero  as  the  heating  or  cooling 
rates  are  lowered.  Very  high  cooling  rates  (>  40*C)  result  in  quenching  of 
the  q-phase,  i.e.  no  corresponding  temperature  arrest  is  observed  on  the 
cooling  cycle.  This  effect  is  not  observed  with  a-MoCj  ,  indicating  that 
the  decomposition  of  the  cubic  high  temperature  phase  proceeds  much  faster 
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Figure  15.  DTA -Thermogram  of  a  Molybdenum-Carbon 
Alloy  with  44  Atomic  %  Carbon 


i 


than  that  of  the  q-phase.  This  finding  is  in  accordance  with  earlier 
(37) 

observations'  .  A  more  detailed  study  of  the  decomposition  reaction  of 

(3) 

the  q-MoCj  -phase  revealed,  that  the  first  reaction  product  is  Mo2C 
and  graphite,  while  the  equilibrium  mixture  (q-MoCj  xt]C)  is  formed  in 
a  consecutive  reaction  step. 


Figure  16.  DTA -Thermogram  of  a  Tungsten -Carbon  Alloy 
(38  At%  C),  Showing  the  Formation  (Heating)  and 
Decomposition  (Cooling)  of  the  Cubic  High 
Temperature  Phase  at  2530*C 
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A  phase  analogous  to  the  cubic  molybdenum  carbide  is 

(39,  40) 

formed  in  the  system  tungsten  -  carbon  at  high  temperatures  ’  .  The 

formation  (heating)  and  decomposition  (cooling)  of  this  phase  at  ''*2530*C 

is  shown  in  the  DTA-thermogram  in  Figure  16.  Decomposition  of  the 

high  temperature  phase  is  extremely  fast- and  rapid  quenching  techniques 

(40) 

are  necessary  to  retain  it  to  room  temperature' 


Figure  17.  DTA-Thermogram  of  a  Tantalum  -  70  At%  Carbon 
Alloy 


E.  PHASE  REACTIONS  IN  BINARY  AND  TERNARY  CARBIDE 

SYSTEMS 

DTA -techniques  were  also  used  for  the  detection  and  study 
of  rapid  precipitation  phenomena  in  substoichiometric  tantalum  carbide 

(33) 

and  for  the  location  of  eutectic  temperatures  in  refractory  carbide  systems 
An  example  of  the  later  reaction  type  is  presented  in  Figure  17,  which 
shov/s  eutectic  melting  and  solidification  in  a  tantalum  -  70  At%  carbon  alloy 
at  3440°C. 

Isothermal  reactions  in  ternary  alloys  often  proceed  much 
more  sluggishly  than  those  in  unary  or  binary  systems,  and  also  non¬ 
equilibrium  reactions  are  more  frequently  encountered.  A  close  temperature¬ 
time  control  is  therefore  a  necessity  for  a  conclusive  interpretation  of  the 
results . 

The  effect  of  the  cooling  conditions  on  the  reaction  behavior 
is  shown  in  the  DTA -thermograms  of  a  molybdenum -chromium -carbon 
alloy  (Figure  18). 

The  first  thermal  arrest,  which  occurs  slightly  above  1600°C 
on  the  heati:  g  cycle  is  due  to  the  formation  of  the  q -phase,  whereas  the 
slight  discontinuity  observed  at  1900*C  results  from  the  formation  of  small 
amounts  of  the  cubic  a-(Mo,Cr)Cj  high  temperature  phase.  Cooling  at  a 
rate  of  1*C  per  seccnd  shows  only  a  very  weak  arrest  due  to  the  decompo¬ 
sition  of  the  q-phase  (shifted  to  lower  temperatures),  whereas  no  apparent 
delay  is  encountered  in  the  decomposition  of  the  cubic  phase.  The  X-ray 
and  chemical  analysis  of  the  alloy  only  revealed  the  presence  of  the 
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(Mo,  Cr)2C -solid  solution  and  graphite,  with  only  traces  of  t|-phase  present. 
Both  reactions  are  being  quenched  at  cooling  rates  in  excess  of  14 #C  per 
second  (lower  curve  in  Figure  18). 


Figure  18.  Differential  Heating  and  Cooling  Curves  of  a 
Molybdenum -Chromium -Car bon  Alloy 
(60/5/35  i.  t%)  at  Different  Cooling  Rates 

Similar  conditions  are  found  for  dissolution  reactions, 
for  which  two  examples,  showing  the  disproportionation  of  cubic  mono¬ 
carbide  solutions  at  high  temperatures  are  presented  in  Figures  19  and  20. 


31 


Homogeneous  ordering  processes  are  interesting  since 
these  reactions  do  not  proceed  isothermally,  but  rather  show  a  gradual 
change  with  temperature.  However,  for  the  investigation  of  the  thermal 
effects  by  DTA -techniques,  often  use  can  be  made  of  the  fact  that  a  large 
percentage  of  the  total  enthalpy  associated  with  the  ordering  reaction  is 
delivered  within  a  limited  temperature  interval. 


Figure  19.  Disproportionation  of  the  Cubic  Solid  Solution 
in  the  System  Hf-W-C  under  Varying  Cooling 
Conditions 

Alloy:  Hf  (40)-W(18)-C(42)  At% 
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A  reaction  of  .hi.  type  is  shown  in  Figure  21.  where  in  the 

DTA -thermograms  the  initiation  of  a  .luggl.hly  proceeding  reaction  in  a 

(W.Cr)  C  alloy  below  1450*C  is  indicated.  At  room  temperature , 

'  2  3  6 


Figure  20.  Disproportionation  of  the  Cubic  Carbide  Solid 
Solution  in  the  System  Zr-W-C. 

Alloy:  Zr(40-W(18)-C(42)  At% 

substitution  of  tungsten  for  chromium  in  Cr„C,  occur,  preferentially 
at  specific  point  position.'34',  but  .^distribution  over  all  point  posi¬ 
tions  may  be  approached  at  temperature,  close  to  melting. 


VI. 


CONCLUDING  REMARKS 


The  preceding  examples  show  but  a  few  of  the  possibilities,  DTA- 
techniques  can  be  used  for  the  establishment  and  elucidation  of  phase  - 
reactions  under  temperature  conditions,  which  may  not  be  easily  accessible 


Figure  21.  Differential  Cooling  Curves  of  a  Tungsten- 
Chromium -Carbon  (10/70/20  At%)  Alloy 

by  other  experimental  means.  Although  care  has  to  be  exercised  in  the 
interpretation  of  the  results  and  the  technique  does  not  provide  a  self- 
sufficient  method,  it  is  a  very  valuable  aid  for  the  accurate  establishment 
of  the  pure  equilibria  in  complex  systems. 
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